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        Abstract


        Background


        The benefits of Lycra-garment-orthoses have not been convincing. We wanted to evaluate the effects of Lycra-hip-orthoses with several objective and subjective methods. The hypothesis was that the Lycra-hip-orthosis would improve gait, reduce lateral instability in the pelvis, reduce Trendelenburg gait and increase daily activity.


        Methods


        Ten patients with neurological disabilities with reduced stability of the pelvis were investigated at a 3D gait-lab with and without Lycra-hip-orthoses at baseline and after a follow-up period of median 7.5 (range: 6-19) weeks using the Lycra-hip-orthosis. The patients also used an Accelerometer to measure activity and filled in questionnaires at baseline and endpoint.


        Results


        Apart from a reduction in anterior tilt of the pelvis, there were only minor changes for all the measured parameters.


        Conclusion


        We found no clinically relevant effects after wearing Lycra-hip-orthoses for a median follow-up time of 7.5 weeks.
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        Introduction


        Patients with neurological disabilities often have reduced stability of the pelvis while standing and walking, (positive Trendelenburg test) [1-3]. For these patients an orthototic device to stabilize their gait would be advantageous.


        Traditionally, orthotic devices give mechanical constraints and are made of rigid materials such as thermoplastic and carbon fiber with integrated metal joints. Lycra-garment-orthoses allows more freedom of movement compared to those made of rigid materials.


        The Lycra-garment-orthosis as a general concept was first introduced for children with cerebral palsy in the 1990s [4]. The Lycra-garment-orthoses are close fitting to give tactile stimulation and increase proprioception and body awareness [5]. Some sections are reinforced with stronger fabric to give strain/traction for individual biomedical needs [5], with the aim of correcting anatomical axes and rotational errors. The producers recommend the use of Lycra-orthoses to improve functional abilities [5]. There are many types of Lycra-garment-orthoses, but all are custom made for each patient and his/her instabilities.


        The Lycra-hip-orthoses is marketed as an orthotic device to give a more anatomical position of the lower extremities, to give a better positioning of the hip muscles and in this way give a more stabilized gait [5]. The rigid hip-orthoses are abduction-orthoses made for use as time limited treatment-orthoses to prevent the hip from dislocating and are not suitable for use as orthotic devices.


        Studies have tested the Lycra whole-body-orthoses or upper limb orthoses for children with cerebral palsy. The measurements most often have different observation assessment scales, such as the Gross Motor Function Measure [6-8] and Pediatric Evaluation of Disability Inventory [8,9]. Some studies have used 3D gait analysis, one with spatiotemporal data such as stride length, cadence and gait speed [10] and others report data from kinematics [11,12]. In spite of great expectations for an orthosis without stiffness, review articles could not find evidence of improved function after using Lycra-orthoses [13-15]. They concluded that the effect is not evident and more studies are required.


        We wanted to evaluate the effect of Lycra-hip-orthoses on adults with neurological disabilities and reduced pelvic stability (positive Trendelenburg test), to see if the Lycra-hip-orthoses would improve gait and pelvic stability and increase activity. We used objective and quantitative measurements from a 3D gait-laboratory and patients self-reported measures from questionnaires.


        The hypothesis was that the Lycra-hip-orthosis would improve gait, reduce lateral instability of the pelvis, reduce Trendelenburg gait and increase daily activity.


        Material and Method


        This study is a prospective, explorative cohort study. It was approved by the Regional Committee for Medical and Health Research Ethics in central Norway (2017/2053). This ethics committee is appointed by the Norwegian Ministry for Education and Research.


        Patients


        Patients were recruited among referrals to Trøndelag Orthopedic Workshop AS (TOV) for clinical assessment and to consider the benefit of an orthopedic aid to improve their gait. Inclusion criteria were patients with neuromuscular disease who were clinically considered to have positive Trendelenburg test, and with a minimum age of 18 years. The same orthopedic surgeon performed the clinical consultations. Exclusion criteria were patients without language, with mental deficiency and patients who needed an interpreter. The recruitment took place at TOV. Patients gave a written informed consent to participate in the study. Eleven patients were eligible, however, one patient did not manage to fulfill the whole study period and was excluded (Table 1 and Table 2).


        
          Table 1: Patient-diagnoses. View Table 1

        

        

        
          Table 2: Patient-characteristics at the time of recruitment. View Table 2

        


        Experimental protocol


        This is a prospective, explorative cohort study. The ten included patients wore the Lycra-hip-orthosis for a minimum of 6 weeks, and they were instructed to wear the Lycra-hip-orthosis each day, seven hours a day, since this is what the producer describes are needed before expecting any effect.


        • 3D gait-lab


        The main measurement tool was testing in a 3D gait-lab with kinematics and spatiotemporal recordings data. The patients were investigated at the 3D gait-lab twice: At baseline and at the endpoint after a follow up period of at least 6 weeks.


        The other measurement tools were:


        • Daily activity measured with ActivePalTM accelerometer for one week at baseline and one week at endpoint.


        • The EQ-5D-5L health questionnaire to assess the patients' subjective experience of health at baseline and at endpoint.


        • Oxford scale for muscle strength measurement at baseline and at endpoint.


        • At the endpoint we also inquired questions about the experience of wearing the Lycra-hip-orthosis.


        Instrumentations/Measurement tools


        3D-gait analysis: The gait analyses were performed in a 3D gait-lab using the Vicon 3D motion capture system and the Lower body Plug-in Gait model. Kinematic and spatiotemporal data were recorded.


        We used the Plug-In Gait-model (Vicon, Oxford UK), with 16 markers 14 mm in diameter, focusing on the lower extremity and 10 Vicon Vantage cameras. The Recording frequency was 200 Hz. For the spatiotemporal data, we used three AMTI force-plates, (Model OR6-7 2000, 1000 Hz; AMTI, Watertown, USA). The walkway at the gait-lab was eight meters. We attached the reflective markers directly onto the Lycra-hip-orthosis according to the conventional model described by Kadaba [16] (Figure 1).


        
          [image: ] Figure 1: Markers localisations. View Figure 1

        


        The same engineer attached the reflective markers to all patients at all time-points. To consider any direct effect of Lycra-hip-orthosis, each session in the 3D gait-lab consisted of two different trial recordings, one wearing an ordinary sport-tights and one wearing the Lycra-hip-orthoses, and the markers were mounted in a similar position on the sport-tights. We chose sport-tights for the control in order to obtain a similar tight attachment for the reflective markers attached to the body. The patients walked at self-selected speed six rounds on the walkway with sport-tights and six rounds with the Lycra-hip-orthoses.


        Kinematic data: From the kinematic data we chose to focus on the pelvis as our main aim was to assess possible effects from the Lycra-hip-orthoses on pelvic stability.


        There were two anterior reflective markers at ASIS (Anterior Superior Iliac Spine), and two posterior reflective markers at PSIS (Posterior Superior Iliac Spine). These four reflective markers indicate the pelvic orientation and rotation in three planes (Figure 2).


        
          [image: ] Figure 2: The 3D lab's coordinate system, rotation around three axes. View Figure 2

        


        The two anterior reflective markers at ASIS give a description of the frontal orientation (pelvic obliquity) relative to the plane of the floor (ASIS up, ASIS down), and the transverse orientation (pelvic rotation) relative to the line of forward walking progression (ASIS forward indicates pelvic internal rotation and ASIS backward indicates pelvic external rotation). The mid-point between the ASIS and the PSIS markers give a description of the sagittal orientation (pelvic tilt) relative to the floor (ASIS down and PSIS up indicate anterior tilt and ASIS up and PSIS down indicate posterior tilt).


        The pelvic orientations and rotations were related to the 3 D-lab's global coordinate system which are presented as rotations about three axes in an orthogonal system. Two of the axes are relative to the laboratory floor (x- and y-axis): Rotation about the x-axis which is located in the walking direction describes pelvic obliquity in the frontal plane, and rotation about the y-axis which is perpendicular to the x-axis, describes the pelvic tilt in sagittal plane. Rotation about the z-axis is a rotation in the transverse plane about the vertical axis and describes internal and external rotation (Figure 2).


        3-D pelvic orientation and pelvic rotation data were collected at each test condition across all gait cycles.


        The pelvic orientation was calculated as the grand mean value of degrees in the 3 planes (sagittal, frontal and transversal planes) and this describes the pelvic position during gait.


        The pelvic stability was also based on the pelvic rotation data, and was calculated as the grand mean of the range (between max and min value of rotation in degrees) in the 3 planes (sagittal, frontal and transversal planes). The smaller the mean range value, the better the pelvic stability.


        Spatiotemporal data: We chose to present single support (time-percentage of gait cycle), step length (meter), speed (meter pr. second) and cadence (steps pr. minute), as we wanted to assess any change in asymmetry in walking, and the possibility of improved walking progress.


        If there is no limping the single support and step length in both feet should be equal, and by subtracting one foot from the other, the difference will be zero. We therefore made one single numeric value through subtracting one foot form the other. If the result differs from zero this means that the gait is disturbed. To make one single numeric value for cadence and speed, we added data from the right and left foot, and divided by two.


        Activity: Activity was measured with ActivPal™ sensors. This is an accelerometer that classify daily activities into two conditions; sitting/lying down and standing/walking and these conditions were measured independently [17]. At baseline the patients, got the ActivePal™ attached to their right thigh, and were asked to leave it on for one week, and then return it to us. Covered by an adhesive tape, the ActivePal™ - sensor could be worn during showering. After the use of Lycra-hip-orthosis for at least six weeks (at endpoint), the patients again had the ActivePal™ attached to their right thigh and left it on for one week.


        Questionnaires and Oxford scale: The EQ-5D-5L health questionnaire (to assess the patients' subjective experience of health), and the Oxford scale for manual assessment of muscle strength were completed by the same orthopedic surgeon together with the same orthopedic engineer at baseline and endpoint. At endpoint we also asked about the patients' experience wearing the Lycra-hip-orthosis. Information regarding the patients' actual use of the orthoses, including daily wear schedules were not recorded. Seven months after the end of the study period, we contacted the patients by telephone to ask them if the Lycra-hip-orthosis still was in use.


        Statistics: The software package IBM SPSS Statistics for Windows version 25 (IBM Corp., Armonk, NY, USA) was used in the statistical analyses. Continuous outcome measurements were presented as box plots. The four sessions in the 3D gait-lab were named; Baseline Sport-tights, Baseline Lycra-hip-orthoses, Endpoint Sport-tights and Endpoint Lycra-hip-orthoses. Results from questionnaire and Oxford scale muscle strength were presented as means and range.


        Results


        Patients were recruited consecutively during a six-month period and collection of the data took place from 17.01.2018 to 01.03.2019. Ten patients completed the whole study period with complete data for all measurements.


        The time between the baseline and endpoint investigations at the 3D gait-lab, was a median of 7.5 (range 6-19) weeks.


        3D gait-lab


        Kinematic data pelvic orientation: There was a reduction in anterior tilt in the sagittal plane (3.4°), but there were only minor changes in orientation in the frontal (-0.2°) and transverse planes (1.7°) (Figure 3).


        
          [image: ] Figure 3: Kinematic data - Pelvic orientation. View Figure 3

        


        Kinematic data pelvic stability: There were only minor changes in stability with only minor changes in rotation about the x-axis (0.3°), and in rotation about the y-axis (-0.3°). For rotation about the z-axis there was a change of -2.5° (Figure 4).


        
          [image: ] Figure 4: Kinematic data - Pelvic stability. View Figure 4

        


        Spatiotemporal data: There were only minor changes for single support (-0.9%) and no changes in step length and thus no improvement of symmetry of gait. There was no change in speed and only minor changes in cadence (0.8 steps pr. min) and thus no data to indicate improvement in walking progress (Figure 5).


        
          [image: ] Figure 5: Spatiotemporal data. View Figure 5

        


        Activity


        There were no changes in daily activity between baseline and endpoint (Figure 6).


        
          [image: ] Figure 6: Activity. View Figure 6

        


        Questionnaires and Oxford Scale


        We found a slight improvement of experienced health with the EQ-5D-5L questionnaire (Table 3). The Oxford Scale did show some improvements in muscle strength (Table 4).


        
          Table 3: EQ-5D-5L. View Table 3

        

        

        
          Table 4: Oxford scale for muscle strength measurement. View Table 4

        


        In the questionnaire to assess the patients' experiences with wearing the Lycra-hip-orthoses, the scores were better than the mean on the grading scale, but with a large range (Table 5). Six out of ten patients had chosen to continue wearing the Lycra-hip-orthoses after end of study as they felt that it stabilized their gait. One patient dropped the use of crutches while wearing the Lycra-hip-orthosis.


        
          Table 5: Experience of wearing the Lycra orthosis. View Table 5

        


        Discussion


        We studied the effect of Lycra-hip-orthosis by using a broad range of objective and subjective measurements.


        After the use of Lycra-hip-orthoses for a median time of 7.5 weeks, we found from the kinematics that the greatest change was a reduction (3.4°) in the anterior tilt of the pelvic orientation (Figure 3). A reduction of a pathological anterior tilt is favorable as it provides a basis for strengthened hip and trunk muscle power [18]. To assess whether the patients' anterior tilt in pelvis was pathological we had access to data for the pelvic orientation from a healthy population with age (40-60), from the same 3D gait-lab. The healthy population group were 10 persons (6 women and 4 men), with no gait problems or foot operation during the last years and with a mean height of 174 cm (range: 165-184 cm) and weight of 75 kg (min 58 kg-max 99 kg). Our patients' anterior tilt before wearing the Lycra-hip-orthosis was 10.6° (SD 6.1) versus the healthy population group's anterior tilt 9.0° (SD 4.3), a difference of 1.6°.


        Changes in rotation about the x-axis, describing pelvic obliquity in frontal plane (Figure 4) could have indicated a reduction in Trendelenburg gait, but was not supported by the results.


        We could not find any published studies investigating the effect of Lycra-lower-extremity-orthoses on adults using 3D gait analysis. All the studies we found were in CP-children.


        Two studies presented kinematic data from the pelvis. Flanagan, et al. [11] found a reduction in the anterior pelvic tilt in five CP children after using an orthosis for 12 weeks. Rennie, et al. [12] found an improvement in proximal stability in eight CP children after wearing a "whole-body Lycra garment orthosis" for eight weeks, but the improvement was not statistically significant.


        We found no improvement in gait symmetry or walking progress measured by spatiotemporal data (Figure 5). We could not find any fully comparable studies using spatiotemporal gait data to assess the effect of "under-wear Lycra/garment orthoses". Matthews, et al. [4] did not use 3D gait analysis and had limited quantitative data. They reported a statistically significant reduction of walking time after 18 weeks using a full-length "legging-Lycra-orthosis" in eight CP children. Abd El-Kafy, et al. [10] used stride length, cadence and speed to compare three different treatment interventions for children with spastic diplegic cerebral palsy. The interventions he used are not fully comparable to our study as all his intervention groups also underwent a physical therapy program. However, two of the intervention-groups in his study compared the effect of under-garment-orthoses; as one group used the garment-orthoses for 12 weeks, and the other group did not. After 12 weeks, there were no statistically significant differences for either cadence or speed, but there was a statistically significant larger stride length in the garment-orthoses-group.


        Our results from the activity measurement did not show increased activity (Figure 6). We have not found any study using the ActivePal™ accelerometer to measure the effect of Lycra-hip-orthoses, but there are some review articles, which conclude that garment orthoses in general do not improve function [13-15].


        Our hypothesis that the Lycra-hip-orthosis would improve gait, reduce lateral instability in the pelvis, reduce Trendelenburg gait and increase daily activity was not confirmed.


        Limitations


        The study was made without any advance strength calculation. This was because we could not find any study with relevant data from 3D gait analysis. The number of participants in the study may have been too small to show significant differences.


        Conclusion


        We found no clinically relevant effect from wearing Lycra-hip-orthosis for 7.5 weeks. The patients had no improvement in gait symmetry or walking forward progress, no increase in activity or evidence for a reduction in Trendelenburg gait. However, we did find a reduction in the patients' anterior tilt, which may be advantageous for better hip and trunk muscle power in the long run.
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